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Centrifugation

Centrifuge: CM 23456
448 g / 2000 rpm, 15 min, +20°C   

XScan containers. When done, scan your 
staff barcode to start process.

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016
2.7 ml EDTA Red Cap
448 g / 2000 rpm, 15 min, +20 °C  

Work Panel (35)

#1234567890  EXP P1 D2 +24:00
SID BER123018  RND# 591018
2.7 ml EDTA Red Cap
448 g / 2000 rpm, 15 min, +20 °C  

#1234567890  EXP P1 D2 +24:00
SID BER123019  RND# 591019
2.7 ml EDTA Red Cap
448 g / 2000 rpm, 15 min, +20 °C  

Centrifugation

Cancel

12:18:28

Centrifugation

Centrifuge: CM 23456
448 g / 2000 rpm, 15 min, +20°C   

XScan containers. When done, scan your 
staff barcode to start process.

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

Work Panel (2)

Centrifugation

#1234567890  EXP P1 D2 +24:00
SID BER123017  RND# 591017
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

Cancel

12:18:28

Centrifugation

Centrifuge: CM 23456
448 g / 2000 rpm, 15 min, +20°C   

XScan containers. When done, scan your 
staff barcode to start process.

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016 
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

Work Panel (1)

Centrifugation

Cancel

12:18:28

Scan barcode of centrifuge or select a 
device below. X

Centrifugation Options

Centrifugation

Centrifuges

Centrifuge 1
2000 rpm, 15 min, +20 °C 

Centrifuge 2
2000 rpm, 15 min, +20 °C 

Centrifuge 3
2000 rpm, 15 min, +20 °C 

Centrifuge 4
2000 rpm, 15 min, +20 °C 

Other Centrifuge Device
Settings unknown

. X

12:18:28

Centrifugation

Scan barcode of container, rack, device, 
command sheet, or select a step below.

Freezing

X

Lab Home

Storage

Move

LAB HOME SCREEN

Select a Device 
to begin a process

No settings of device can be captured.
Additional system checks of 
containers to ensure a consistent
work panel.

System check for 
containers.

Scan containers to 
add to a Work Panel

Scan more 
containers, sytem 
check for each.

Scan more 
containers, sytem 
check for each.

Scans sta� barcode 
to  capture the Centrifugation
time for each container 
in the work panel.

CENTRIFUGATION 
WORKFLOW 

SCREEN

START

Christopher Labtech
Lab Technician

1 5 7 9 7 8 2 1 2 5 6

Centrifugation is not the next 
workflow step for scanned 
container.

Not added to Work Panel.

Barcode is not a container. 

Scan is disregarded.

Additional checks on containers.
Must match Centrifuge settings
or be disregarded.

System check for 
containers.

Centrifugation is not the next 
workflow step for scanned 
container.

Not added to Work Panel.

Barcode is not a container. 

Scan is disregarded.

System check for 
containers.

Centrifugation is not the next 
workflow step for scanned 
container.

Not added to Work Panel.

Barcode is not a container. 

Scan is disregarded.

Additional checks on containers.
Must match settings of first
container scanned or be disregarded.

Within planned 
time tolerance?

Y

N

Centrifugation Workflow Step

12:18:28

Required comment for late time.

!

Clear Submit

Q W E R T Y U I O P

A S D F G H J K L

Z X C V B N M

123 space Return

Done

Past planned time tolerance after 
sampling. Enter required comment for 
the Work Panel containers not within 
sampling time tolerance.

12:18:28

Ut wisi enim ad minim veniam, 
quis nostrud.

Clear Submit

Q W E R T Y U I O P

A S D F G H J K L

Z X C V B N M

123 space Return

Done

12:18:28

Enter comment

Close Submit

Jonathan Labtech             10-Oct-2014 12:18
Centrifugation - Ut wisi enim ad minim 
veniam, quis nostrud. 

Comments:

12:18:28

Centrifugation

Work Panel (36)

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

#1234567890  EXP P1 D2 +24:00
SID BER123017  RND# 591017
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

#1234567890  EXP P1 D2 +24:00
SID BER123018  RND# 591018
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

#1234567890  EXP P1 D2 +24:00
SID BER123019  RND# 591019
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

Done

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016

Centrifugation

Centrifugation

12:18:28

Centrifugation

Centrifuge: Centrifuge 1
2000 rpm, 15 min, +20°C   

No containers assigned.

XScan containers. When done, scan your 
staff barcode to start process.

Centrifugation

Centrifugation Centrifugation

Cancel

CENTRIFUGATION 
WORKFLOW SCREEN

12:18:28

Centrifugation

No containers assigned.

XScan containers. When done, scan your 
staff barcode to start process.

Centrifugation

Cancel

12:18:28

Centrifugation

XScan containers. When done, scan your 
staff barcode to start process.

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016
2.7 ml EDTA Red Cap
448 g / 2000 rpm, 15 min, +20 °C  

Work Panel (35)

#1234567890  EXP P1 D2 +24:00
SID BER123018  RND# 591018
2.7 ml EDTA Red Cap
448 g / 2000 rpm, 15 min, +20 °C  

#1234567890  EXP P1 D2 +24:00
SID BER123019  RND# 591019
2.7 ml EDTA Red Cap

#1234567890  EXP P1 D2 +24:00
SID BER123020  RND# 591020
2.7 ml EDTA Red Cap

448 g / 2000 rpm, 15 min, +20 °C  

Centrifugation

Cancel

12:18:28

Centrifugation

XScan containers. When done, scan your 
staff barcode to start process.

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

Work Panel (2)

Centrifugation

#1234567890  EXP P1 D2 +24:00
SID BER123017  RND# 591017
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

Cancel

12:18:28

Centrifugation

XScan containers. When done, scan your 
staff barcode to start process.

#1234567890  EXP P1 D2 +24:00
SID BER123016  RND# 591016 
Aliquot A, Blood
448 g / 2000 rpm, 15 min, +20 °C  

Work Panel (1)

Centrifugation

Cancel

Scan containers to 
add to a Work Panel

Scan more 
containers, sytem 
check for each.

Scan more 
containers, sytem 
check for each.

Scans sta� barcode 
to  capture the Centrifugation
time for each container 
in the work panel.

Christopher Labtech
Lab Technician

1 5 7 9 7 8 2 1 2 5 6

END

Are you sure you want to cancel 
the Centrifugation step?

All scanned containers will be 
disregarded.

Do not 
cancel step Cancel step

Add optional Freezing comment


